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Abstract 
 
The goal of this bachelor thesis is to develop a system for suppression of the offset and 
its temperature drift in an orthogonal fluxgate in fundamental mode. The offset is gen-
erally high, unstable and has a large thermal drift, which results in a large low-
frequency noise. We propose a system that periodically flips the polarity of both DC and 
AC excitation currents to overcome this issue. The polarity flipping however introduces 
transients and additional noise at larger frequency; we overcome this issue by digital 
signal processing, excluding the first periods after polarity flipping from integration. 
We managed to achieve thermal offset variation of about 0.015 nT/°C with tolerable 
increase of the noise floor at high frequency. The achieved offset stability and low noise 
floor are comparable to top class available fluxgates. Such combination of characteris-
tics has never been achieved on a cheap fluxgate sensor so far. Moreover, we have low 
power consumption because we use low excitation current below 100 mA and there is 
no need for expensive electronics.  
 
Keywords 
Orthogonal fluxgate, polarity flipping, low noise, offset drift, magnetic sensors, temper-
ature stability 
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Abstrakt 
 
Cílem této práce je navrhnout systém pro potlačení offsetu a jeho teplotního posunu 
ortogonálního fluxgate sensoru ve fundamentálním modu. Obvykle offset je velký, 
nestabilní a má  nezanedbatelný teplotní posun, kvůli tomu vzniká nízkofrekvenční 
šum. V této práce bude navrhnut systém,  který periodický mění  polaritu budicích AC 
a DC proudů pro řešení  úkolu práce. Avšak měnicí polarita vyvolává přechodové jevy a 
vysokofrekvenční šum. Tento problém bude řešen pomoci digitálního zpracování 
signálů tím že vynecháme z přijímaných dat první periodu po přepnutí polarity.  
Dokázali jsme dosáhnout veličiny termálního posunu offsetu kolem 0.015 nT/°C při 
tolerovaném nárůstu úrovně vysokofrekvenčního šumu. Dosazená stabilita offsetu a 
nízký úroveň  šumu lze porovnávat s fluxgate sensory nejvyšší třidy. Takové 
charakteristiky nebyli nikdy dosažené u levných fluxgate sensorů. Kromě toho sensor 
použitý při tvořeni práce má nízkou spotřebu, protože byl použit malý budicí proud do 
100 mA. 
 
Klíčová slova 
Ortogonální fluxgate, přepnutí polarity, nízký úroveň šumu posun offsetu, magnetický 
sensor, teplotní stabilita 
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I. State of the art 
1. Introduction to magnetic sensors 
 
Magnetic sensors are used to measure magnetic field and are applied in various areas: 
archeology, resources exploration, space exploration, probing Earth magnetosphere, 
military etc.  
It is convenient to start description of magnetic field sensors by stating Faraday’s law. 
Let us have a simple magnetic field sensor – conducting coil with some core inside. 
Then if there is magnetic field present in the core, there will be voltage induced accord-
ing to the following equation: 
 
    
  
  
   
 ( ⃗    )
  
  
        ⃗     
  
, where ( 1 ) 
 
  – number of turns in the coil, 
   – permeability of free space 
   – relative permeability of the sensor core 
 ⃗  – magnetic field in the sensor core 
   – cross-sectional area of the core 
If we assume    and    are constant in time, then equation ( 1 ) becomes 
             
  ⃗    
  
. ( 2 ) 
1.1 Regular search coil 
From the equation ( 2 ) it follows that for the basic induction coils 
 ∫   
  
  
    (      ⃗             ⃗      )  ( 3 ) 
 
We can see that in such way we do not measure DC field. Hence search coils are only 
used for high frequency field variations. They also cannot be used when high precision 
is required because of their low sensitivity. However search coils are relatively easy to 
operate as they do not require low temperature or complex electronics, and are compact 
and cheap. Currently they are used for eye-tracking, auroral substorm measurements 
etc. 
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Figure 1: Frequency response of search coil magnetometer [ 1 ]. 
1.2 SQUID 
Most of other magnetic field sensors on contrary are good at measuring low-frequency 
magnetic fields. The best currently existing sensor is SQUID – Superconducting Quan-
tum Interference Device. They are based on superconducting loops containing Joseph-
son junctions. SQUIDs can measure fields order of 5 aT (         ), but the tradeoff 
for the excellent sensitivity is operation at very low temperature (typical value 77 K) 
and complexity of driving electronics. SQUIDS are used in medical equipment (MEG, 
cardiology, MRI), measurement of magnetic properties of materials, SQUID microscope 
etc. [ 2 ] 
 
Figure 2.: Magnetic noise of high-Tc SQUID [ 3 ]. 
 
Fluxgate provides a good resolution order of 10 pT and is relatively easy to operate. 
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2. Orthogonal fluxgate 
 
Fluxgate is a widely used magnetic field sensor because it provides high resolution 
measurement of magnetic field at room temperature. There are two types of fluxgates: 
parallel and orthogonal. 
 
Figure 3: a) Parallel fluxgate sensor b) Orthogonal fluxgate sensor [ 4 ]. 
 
In a fluxgate we have a core of ferromagnetic material periodically saturated in oppo-
site directions by an excitation field. In a parallel fluxgate an excitation coil is wound 
around the core in such a way that it produces excitation field HEX parallel to sensed 
magnetic field HS. An orthogonal fluxgate – in its simplest form – is composed of cylin-
drical ferromagnetic core, a toroidal excitation winding and a pick-up coil wound 
around it; excitation field HEX is a circular field. HEX is located in the XZ-plane, while 
the sensed field HS is located in the –Y direction, therefore HEX and HS are orthogonal. 
In order to explain the working principle of orthogonal fluxgate let us consider an iso-
tropic ferromagnetic core exposed to excitation field Hex and sensed field Hs. The latter 
is constant, or at much lower frequency than HEX, and the former is produced by sine 
wave signal in the excitation coil (for practical applications other waveforms are used to 
reduce the power consumption). We assume that Hs is much smaller than Hex and 
much smaller than the saturation filed Hsat. The total magnetic field is then 
      √(   
    
 )  ( 4 ) 
 
 
If Htot is lower than saturation field Hsat magnetization vector M is codirectional with 
Htot and My=Hy. This can be derived from the fact that field energy 
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          ⃗⃗   ⃗  ( 5 ) 
 
has to be minimized [ 5 ]. Because of the negative sign, the minimum energy Etot is 
reached when  ⃗⃗   ⃗  is maximal, i.e. when the two vectors are codirectional. In this 
mode if the circumferential field Hex rises M rotates with vector Htot and increases its 
amplitude keeping My constant because Hy is constant. When Htot reaches Hsat the mag-
netization vector M starts rotating on a circumference corresponding to M=Msat and My 
is no longer directly proportional to Hy. The operation principle is symmetric in the 
negative saturation. The voltage induced in the pickup coil is then proportional to time 
derivative of My, the output signal is at the second and higher order even harmonics, 
because there are two drops of My per period of excitation current. 
 
Figure 4: Working principle of orthogonal fluxgate. 
 
If Hy is larger, then the value of My is larger and Msat is reached earlier and the integral 
of the induced voltage will be larger. 
The fluxgate mechanism is explained in more details in [ 6 ]. 
 
 
7 
 
2.1 Fundamental mode of orthogonal fluxgate 
 
In 2002 Sasada proposed fundamental mode of orthogonal fluxgate [ 7 ]. The structure 
of the sensor remained the same, only the operating mode changed. The difference is 
that a large DC bias is added to the AC excitation current. The purpose of the bias is to 
keep the core always saturated in one direction; therefore the value of the DC bias de-
pends on the magnetic properties of a particular core, that is the value of the DC bias 
should be chosen so that the resulting minimum value of the excitation field is still in 
the saturated region of the B-H loop. Most of the noise in fluxgate sensors comes from 
Barkhausen noise originated from the magnetization switching from one saturated 
state to the opposite [ 8 ]. Keeping the fluxgate always saturated in one direction grad-
ually decreases its noise. 
Let us consider an isotropic wire excited by circumferential field HDC+HAC, generated by 
the excitation current. If there is no sensed field present in y-direction then M is simply 
oriented circumferentially and the magnitude corresponds to maximal magnetization 
MS (Figure 5).  
 
Figure 5: Ferromagnetic core of orthogonal fluxgate in fundamental mode,                                              
no external field Hy is present. 
 
However, if external field Hy is present the magnetization amplitude is still MS but it is 
deflected from circumferential direction by some angle α. The angle depends on the 
amplitude of (HDC + HAC) and Hy. It is possible to observe how α behaves if we consider 
the total field energy 
                                (
 
 
  )  . ( 6 ) 
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The magnetization vector tends to take the position associated with minimal field ener-
gy. When the HAC reaches its maximal value the total circumferential field is     
|   | and α is minimal; when HAC is minimal the total circumferential field is     
|   | and α is maximal. It is possible to derive the value of α analytically: 
      
  
                          (
 
 
  )     ( 7 ) 
 
Taking into account that    (
 
 
  )       it follows from ( 7 ) that 
 
      (
  
       
)  ( 8 ) 
 
The second derivative of energy with respect to angle between magnetization and exci-
tation magnetic field is 
 
 
      
   
                            √  (
  
   
)
 
    
 
( 9 ) 
Hence the minimal energy is achieved at       (
  
       
)  
The projection of M on the y-axis which is        oscillates with the same frequency 
as HAC. The voltage induced in the pick-up coil is proportional to the time derivative of 
My.  M oscillates at the same frequency as HAC, therefore the output signal is now at the 
fundamental frequency. 
 
Figure 6: Ferromagnetic core of orthogonal fluxgate in fundamental mode, external field Hy is present. 
 
Let us consider a sensed magnetic field Hy, an excitation AC current of amplitude IAC 
and DC current IDC. Let the sensor ferromagnetic core have radius R. The magnetic 
field strength created by current I in a wire at its edge is given by Ampere’s law 
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      ( 10 ) 
 
The excitation circumferential magnetic field is then given by 
         
       
   
, ( 11 ) 
 
where “+” sign corresponds to positive part of the period and “-“ sign corresponds to 
negative part of the period. The angle between the vector of magnetization and XZ-
plane is given by ( 8 ). The projection of  ⃗⃗  on the Y-axis is given by       and the 
peak-to-peak value of the variations of My is given by 
 
                      [    (
     
       
)]     [    (
     
       
)]  ( 12 ) 
 
 
 
Figure 7: Working principle of fundamental mode orthogonal fluxgate. Here Hy2 > Hy1 and as a conse-
quence the output signal has larger amplitude. 
 
The output voltage is proportional to variations of projection of  ⃗⃗  on the axis of cylin-
drical ferromagnetic core,   . Since     ⃗⃗       (α measured from the XZ-plane) the 
peak-to-peak value of output voltage is proportional to                  , where 
     is the maximal angle of deflection of   ⃗⃗  (reached at minimal excitation field) and 
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     is minimal angle of inclination (reached at maximal excitation field). The resulting 
sensitivity curve can be found in Figure 8. The vertical axis represents the normalized 
output voltage amplitude. The horizontal axis represents the magnitude of magnetic 
field strength in y-direction of the sensor. The sensitivity curve was calculated using 
HEX varying from 80 A/m to 185 A/m and core radius R = 60 µm as typical value for the 
magnetic wires used for such sensors. 
 
Figure 8: Sensitivity curve of orthogonal fluxgate in fundamental mode. The vertical axis represents 
normalized output voltage amplitude. The horizontal axis represents sensed magnetic field. Calculat-
ed using HEX varying from 80 A/m to 185 A/m, core radius R = 60 µm. Here, the negative amplitude 
means signal with phase shift of π radians. 
 
It is important to note that the voltage induced in the pickup coil is not generated pure-
ly from the rotation of magnetization vector. There is also component induced by time 
variations of present flux in the pick up coil, other than the flux due to magnetic core. 
By Faraday’s law 
 
  
  
  
  ( 13 ) 
 
but its contribution to the output signal is basically negligible. 
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Up to now only isotropic ferromagnetic core has been considered. Anisotropy can have 
both positive and negative effect on the performance of the sensor depending on anisot-
ropy direction. Consider the anisotropy that has component out of XZ-plane. It affects 
the field energy expression by adding one more term: 
                                (
 
 
  )            , ( 14 ) 
 
where   is angle of the anisotropy with respect to XZ-plane (cylindrical core cross-
section) and k is anisotropy constant.  
 
Figure 9: Angle of the anisotropy γ with respect to XZ-plane of the sensor core. 
 
When      the energy term due to anisotropy will affect the angle  , creating a non-
zero output signal. On the other hand, if the anisotropy is in the circumferential direc-
tion it will work in the same way as the DC bias to keep the wire saturated and there-
fore to reduce the noise [ 9 ]. 
 
2.3 Difficulties in operation 
The offset introduced by axial anisotropy component causes several problems. If the 
offset was high, but stable, it would not affect the sensor performance, because if we 
precisely know its value then we can easily compensate it without loss of sensitivity. 
However, most frequently the offset is unstable in time and is also highly dependent on 
temperature. This introduces a large low-frequency noise which can be seen in Figure 
10. The variations can be order of several nT over an hour. 
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Figure 10: Offset drift in time. Figure obtained for positive bias current. 
 
Figure 10 represents the output of the fluxgate sensor in 6-layer shielding. We excited 
the sensor using IDC=50 mA, IAC=40 mA at 100 kHz. We acquired the output voltage of 
the sensor with 1 MHz sampling frequency with 22 bit digitizer and we performed digi-
tal demodulation of the first harmonic.  
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II. Solutions 
1. DC Bias Flipping 
 
There is a simple way to suppress the offset caused by non-circular anisotropy: the 
method is based on periodically flipping of the DC bias polarity [ 10 ]. As a result the 
sensitivity is reversed, but the offset remains the unchanged. Then, the output signals 
obtained with each polarity are subtracted to obtain an offset-free characteristic. Figure 
11 derived analytically represents the sensitivity curves of the sensor with positive DC 
bias, negative DC bias and after compensation is applied. 
 
Figure 11: Sensitivity of fundamental mode orthogonal fluxgate for positive and negative DC bias 
current. The responses are calculated using HEX varying from 80 A/m to 185 A/m, core radius R = 60 
µm. Here the negative amplitude means signal with phase shift of π radians. 
 
The reason of such behavior can be found in the working mechanism of the sensor. 
First let us analyze the reason why the sensitivity is reversed. Let us consider the AC 
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bias current to be a sine wave. The output signal for positive DC bias is shown in Fig-
ure 12: 
 
Figure 12: Output signal during positive DC bias. 
 
Figure 13 shows the output signal during the negative polarity of the DC bias. It can be 
seen that the two signals have phase shift of π radians, which corresponds to reversed 
sensitivity on the sensitivity curve (Figure 11). 
 
 
Figure 13: Output signal during negative DC bias. 
15 
 
 
While the sensitivity is reversed, the offset given by the non-circular anisotropy re-
mains the same. Let us consider the sensor output signal when the core anisotropy has 
non-circular component and there is no Hy field. The output will be non-zero given by 
the anisotropy and it will have phase shift –π/2 radians with respect to excitation cur-
rent. This can be seen in Figure 14. 
 
Figure 14: Sensor offset during positive DC bias. 
 
Now consider the sensor output during negative DC bias, which is shown in Figure 15. 
The output signal has phase shift –π/2 radians with respect to excitation AC current as 
well. Hence, the offset sign does not change when we flip the DC bias only. 
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Figure 15: Sensor offset during negative DC bias. 
 
For such operating mode we need to excite sensor with DC bias of the same magnitude, 
but opposite polarities. On practice this means that two voltage sources are required. 
This solution will introduce additional noise to the system, because voltage sources will 
have different operation characteristics, like temperature dependence, voltage varia-
tions in time and even voltages themselves may not be identical. All these imperfec-
tions are sources of additional noise. 
A partial solution consists of using a single dc voltage source and inverting it by using a 
well-designed inverting amplifier; in this way any change of the voltage source at fre-
quency lower than the switching frequency would be equal for both polarities. However, 
even with this method we cannot compensate the change of the offset voltage of the 
inverting amplifier in time. 
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2. Proposed solution 
In order to overcome these issues we decided to use a different method. We do not 
switch the sign of the DC bias, instead we periodically flip the polarity of both IDC and 
IAC.  
In this operating mode the offsets have different signs in positive and negative sensor 
polarity, but the sensitivity remains the same. Consider sensor operating in positive 
polarity exposed to a positive magnetic field Hy. As we have already mentioned, the 
output voltage induced in the coil is proportional to 
   
  
. The mechanism leading to the 
output voltage for positive polarity of the magnetic wire is shown in Figure 16. 
 
Figure 16: Output voltage of the sensor during positive polarity of the sensor. 
 
On the other hand, the output voltage at negative polarity is generated according to the 
mechanism shown in Figure 17. We can see that for both polarities the output voltage 
has the same phase, hence the sensitivity is not reversed. 
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Figure 17: Output voltage of the sensor at negative polarity. 
 
However, in case of non-circular anisotropy the offset is reversed by the polarity flip-
ping. In Figure 18 we can see the output signal with no Hy field present during the pos-
itive polarity of the sensor. 
 
Figure 18: Sensor offset for positive polarity. 
 
From comparison to the sensor offset signal during negative polarity (Figure 19) it can 
be seen that the two signals have phase shift π radians, which means the sign of the 
offset is reversed. 
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Figure 19: Sensor offset for negative polarity 
 
The resulting characteristic with positive and negative polarity therefore will be as in 
Figure 20. It is sufficient to sum the values obtained with both polarities to have an 
offset-free characteristic. 
 
Figure 20: Sensitivity of fundamental mode orthogonal fluxgate for both polarities. It can be seen that 
offsets have the same magnitudes, but opposite signs. Calculated using HEX varying from 80 A/m to 
185 A/m, core radius R = 60 µm. 
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The advantage of this method is that it requires only one source for DC bias, therefore 
we do not have the need of two identical DC biases with opposite polarity. We periodi-
cally flip the polarity of the magnetic wire using solid state switches and inject the exci-
tation current from opposite directions. This method is implemented by the schematic 
shown in Figure 21. 
 
Figure 21: Schematic of the controlling electronics of the sensor. 
 
The PCB of the used flipping circuit  and the schematic can be found in Appendix A and 
Appendix B. 
 
The excitation current is generated by the circuit shown in Figure 22. We use 12 V ac-
cumulator connected to a 7805 voltage stabilizer to generate the 5 V DC voltage source. 
The 5 V are connected to the sensor via 100 Ω resistor to generate 50 mA DC bias cur-
rent. The 8 V peak-to-peak sine wave at 100 kHz from waveform generator connected 
to 100 Ω resistor and blocking capacitor 890 nF is used to form 80 mA peak-to-peak AC 
bias current. The excitation current is then periodically flipped by the solid state 
switches. 
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Figure 22: Excitation current generator schematical representation. 
 
The sensor core is connected to the solid state switches by coaxial cable. In one polarity 
the central wire of the cable is used to inject the current and the shielding is used as the 
return wire, and in the opposite polarity it is vice versa. The pick-up coil is connected to 
the digitizer by a coaxial cable. One pin of the coil is connected to the central wire of the 
cable and the other is connected to the shielding. 
 
 
Figure 23: Schematic representation of connection of the sensor. 
 
The SYNC TTL signal from the waveform generator is fed to frequency divider 
74HC4040 and the signal from the divider is fed to NAND gate 74HCT00N to generate 
the two digital signal of opposite polarity used to control the solid state switches 
ADG452BNZ which flip the sensor polarity. The ADG452BNZ has                
      – the switching time is small enough so that switch does not affect the transient 
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that we observe. The resistance of the channels is       , and is small compared to 
resistance of other components. This means that change of the channel resistance will 
not significantly affect sensor response and can be neglected. The resistance match of 
the channels is          , which means that the asymmetry between two paths of 
the excitation current is negligible and the two polarities of the sensor can be consid-
ered symmetric. 
The output signal is obtained by digital demodulation of the voltage induced in the 
pick-up coil. We sample the sensor output voltage by National Instruments PXI 5922 at 
1 MHz sampling frequency with 22 bit resolution over a 1 V voltage range. The voltage 
generator which provides the IAC is locked to the digitizer by 10 MHz clock generated by 
the digitizer. In this way both the digitizer and the waveform generator share the same 
time base. For this reason we achieve a very good synchronization and we do not need 
to apply any window. 
Each period of the voltage (100 kHz) is demodulated singularly. For each value of the 
1st harmonic we extract the real part of the phasor. The reference phase is the phase of 
the excitation current reduced by a constant phase in order to maximize the sensitivity 
(see Paragraph III.1). In such way we obtain series of samples representing the real 
part of the voltage for each period. In most of the conducted experiments the frequency 
of the current was divided by 256, which means 128 samples are obtained for positive 
polarity and 128 for negative. The samples obtained for both polarities are then aver-
aged. 
The polarity switching that we use to operate the sensor introduces additional transi-
ents and noise to the sensor output. However this effect only lasts for the first few peri-
ods of the excitation AC current after the flipping. We eliminate it by disregarding first 
50 periods of each polarity. 
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III. Results 
1. Maximizing Sensitivity 
In order to calculate the sensitivity of the sensor we subjected it to field from -10 A/m to 
+10 A/m in Helmholtz coil. The field was small enough not to exceed the linear region of 
the sensor. We excited the sensor with IDC=50 mA, IAC=40 mA at 100 kHz and we ac-
quired the output voltage of the sensor with 1 MHz sampling frequency. We demodu-
lated every single period of the output voltage singularly: in this way we obtain a series 
of 128 samples representing the real part of the voltage for positive polarity followed by 
128 samples for the negative polarity. Then we took the average of the obtained two 
groups of samples. The resulting sensitivity versus reference phase graph is shown in 
Figure 24. The vertical axis represents sensor sensitivity in V/T, the horizontal axis 
represents phase reference in radians. 
 
Figure 24: Dependence of sensor sensitivity on the reference phase. 
 
In order to achieve maximal sensitivity it is necessary to set up the phase reference. In 
the further experiments reference phase of 1.8 radians was used. This allowed us to 
reach sensitivity of 24,330 V/T.  
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2. Dependence of transient on phase 
 
A very important aspect of the proposed operation principle is switching phase, i.e. 
phase of excitation current waveform at which we perform sensor flipping.  
Flipping the polarity of the sensor might create high overshoot due to transient of ex-
ponential shape, which is caused by quick change of saturation polarity of magnetic 
wire. This overshoot by itself can be a source of additional noise. Its magnitude and 
shape highly depend on the switching phase (Figure 25). By switching phase here I 
refer to phase of the excitation AC current at which the flipping occurs. If the transient 
is different from period to period it is source of additional noise. Hence in order to min-
imize the noise it is necessary to always flip the sensor polarity at the same phase of 
excitation current. This means that it is necessary to synchronize the excitation current 
of the sensor with the switching control signal. This is achieved by feeding the sync 
TTL signal to frequency divider and then using it to flip the sensor. 
In order to check this theory we conducted a following experiment. We excited the sen-
sor with IAC = 80 mA peak-to-peak generated by Rigol DG1062 waveform generator 
connected to 100 Ω resistor. This generator has two channels and we are able to adjust 
the phase between excitation current and switching signal. The frequency of excitation 
current was 100 kHz, the frequency of the switching signal was 1562.5 Hz i.e. we 
measured 64 periods per switching period – 32 corresponding to positive polarity and 
32 to negative. The DC excitation current was IDC = 50 mA. The output signal was then 
acquired by PXI at 1 MHz sampling frequency. 
Figure 25 represents the dependence of overshoot magnitude on switching phase. As a 
reference value we took the maximal absolute value of output signal acquired and de-
modulated by the digitizer. We can see that the highest overshoot occurs at 150°-180° 
switching phase. The typical shape of the output at these conditions can also be seen at 
the graph. The lowest overshoot occurs at 50°-100° and 250°-290° switching phases and 
the typical transient shape can be observed in Figure 25 as well. 
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Figure 25: Dependence of the overshoot value and transient shape on switching phase. 
 
This result proves that it is indeed important to keep the switching phase constant be-
cause transient shape highly depends on the switching phase, and it confirms the ne-
cessity of synchronizing switching signal to excitation current waveform. If the switch-
ing was not synchronous with the excitation current, every time the switching would 
occur at different phase of the excitation current, resulting in different transients. The 
effect of transients on sensor performance will be further analyzed in chapter 4. 
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3. Transient stability 
In the previous chapter we have derived the importance of keeping the switching phase 
constant over time, in order to keep the shape of the transient constant to reduce the 
noise. In this chapter we will examine if it is necessary to use switching phase with low 
absolute value of overshoot.  
The noise floor and the sensitivity are influenced by the number of samples per flipping 
period that can be used to extract the measured magnetic field, because statistically 
uncorrelated noise decreases as the square root of the number of samples averaged. 
Intuitively it may seem that periods during the transient cannot be used, because we 
must wait the transient to be finished. From this point of view it might seem necessary 
to select the switching phase which gives the lowest overshoot, because the higher the 
overshoot the longer is the time it takes to stabilize. 
In order to examine this theory we analyzed the data obtained from the sensor. We 
excited it with IDC = 50 mA, IAC=40 mA at 100 kHz and we acquired the output voltage 
of the sensor with 1 MHz sampling frequency. We set the switching phase to 60°. The 
signal was processed in the same way as described in the previous chapters with 1562.5 
Hz switching signal resulting in 32 samples for each sensor polarity. We acquired the 
signal for 0.064 seconds which gave us 6400 samples or 100 flipping periods to analyze. 
From each period we extracted the part corresponding to positive polarity of the sensor 
(samples 30-64). Based on this data we calculated average shape of the output during 
positive polarity. Finally, we subtracted the average shape from each of the 100 periods. 
The obtained result can be seen in Figure 26.  
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Figure 26: Positive transient at 60° switching phase (left) and deviation of transients from the average 
shape (right). 
We can see that the exponential transient in fact lasts until next switching. However, 
we observed that the shape of the transients remains relatively constant from period to 
period. At the beginning and at the end there are some samples that have a large devi-
ation of 1 mV peak-to-peak, but then it gradually reduces to only 40 µV, which is 25 
times less. This result means that if we exclude these noisy samples from calculation of 
magnetic field then we expect not to increase the sensor noise. 
We have repeated the same procedure for 160° switching phase, because at this condi-
tion we observed a high overshoot. The result can be observed in Figure 27. Analysis 
has revealed the same convergent behavior of the large transient. Moreover, the num-
ber of “noisy” samples does not increase. This result is of a particular interest because it 
means we can use any phase for flipping the sensor polarity. It is only important to 
keep it constant over time. 
In order to further check this result we conducted the following experiment. The excita-
tion current remained as described at the beginning of this chapter. We have decreased 
flipping signal frequency to 390.625 Hz in order to obtain 256 samples per flipping peri-
od or 128 samples of positive polarity and 128 of negative. 
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Figure 27: Positive transient at 160° switching phase (left) and deviation of transients from the aver-
age shape (right). 
 
We placed the sensor inside 6-layer shielding and measured the noise by acquiring 
768000 samples (or 3000 flipping periods) during 7.68 seconds. The output signal was 
obtained by calculating the average of 5 periods selected at different delay from the 
switching moment in order to analyze the level of noise of the output signal in different 
position after the flipping. If what we have explained before is correct we expect to see 
high noise level for the first periods after flipping, while the noise rapidly drops for the 
following periods due to a persistent shape of the transient. We started by taking peri-
ods from 1st to 5th (after the flipping) of the positive polarity, then we considered the 
periods 6th to 10th, 11th to 15th and so on. The samples used for calculation are repre-
sented on the horizontal axis of Figure 28. 
We considered the noise floor of the obtained noise spectrum as the reference value. 
The vertical axis of Figure 28 represents it. We can see that the noise of the first five 
periods is    
  
√  
 and is the highest among the reviewed parts of the period. The noise 
rapidly decreases as we move towards the central samples of the period, with only 
    
  
√  
 in periods 6th to 10th and     
  
√  
 in periods 10th to 14th.  
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Figure 28:  Noise level in different parts of the switching period. 
 
This result proves that indeed only first few periods after the switching are noisy. It is 
important to mention that the final noise floor will be smaller than shown in Figure 28. 
This is given by statistical averaging of the noise, which is more effective the larger the 
number of samples is used. This is why it is important to find a compromise between 
cutting the noisy periods and the need to use more periods for noise reduction. 
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4. Noise comparison 
In order to test the performance of the resulting system we conducted the following 
experiment. The excitation current remained as in the chapter 3, namely IDC = 50 mA, 
IAC=40 mA at 100 kHz. The frequency of the flipping signal was 390.625 Hz such that 
we had 256 samples per switching period, 128 during positive polarity and 128 during 
negative polarity. 
Before starting the experiment we set the reference phase 1.9 radians corresponding to 
largest sensitivity of 24,330 V/T. Then we put the sensor inside 6-layer shielding. We 
acquired 768000 samples during 7.68 seconds, or 3000 flipping periods. We cut first 50 
and last 9 samples from each polarity and based on this data we calculated the spec-
trum of magnetic field as measured by the sensor. The spectrum of our system aver-
aged 20 times and the spectrum of the same sensor without flipping can be observed in 
Figure 29. 
 
Figure 29: Spectrum of flipped and non-flipped fundamental mode orthogonal fluxgate. The red line 
corresponds to fluxgate without flipping. The blue line shows spectrum of our system. 
 
The red line corresponds to spectrum of orthogonal fluxgate without flipping and the 
blue line corresponds to our system with flipping operating at conditions described at 
the beginning of this chapter. It can be seen from the image that our system increases 
the noise floor only by 0.4 pT/√  . However we manage to suppress large low-frequency 
noise given by offset instability, which will be further discussed in chapter 6 and 7. 
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5. Offset stability in time 
 
It was mentioned before that one of the effects of anisotropy in ferromagnetic core of the 
orthogonal fluxgate is appearance of offset. If the sensor is perfectly shielded it will still 
give output corresponding to some non-zero measured field. This effect can also be seen 
at the sensitivity curves in Figure 20. On the image below the offset is order of µT. 
A perfectly constant offset could be easily compensated by taking it into account with 
calibration and will not be source of additional noise. However, if it is too large it could 
cause saturation of electronics. But what is more important is that the offset is unsta-
ble: it changes in time and it is temperature-sensitive.  
In order to examine the achieved offset stability in time we conducted the following 
experiment. We operated the sensor under the conditions as described in chapters 4 
and 5. The sensor was located inside a 6-layer shielding. The ambient temperature was 
kept as constant as possible and the driving electronic circuit was thermally insulated. 
We have measured the offset during 3 hours. Figure 30 shows the results of conducted 
experiment.  
 
Figure 30: (Top) Sensor offset behavior in time if both polarities are processed separately. Blue curve 
corresponds to positive polarity, red curve corresponds to negative polarity of the sensor.   
(Bottom) Sensor offset behavior after averaging polarities 
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In Figure 30 you can see the offset behavior during the three-hour test. The blue line 
corresponds to positive polarity of the sensor and the red line corresponds to negative 
polarity. The measured difference between maximal and minimal value of the offset is 
2.85 nT for positive polarity and 2.55 nT for negative polarity. After the compensation 
has been applied and the two polarities were averaged this offset drift was reduced to 
0.62 nT during three hours. This is a significant improvement of sensor performance. 
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6. Offset stability with varying temperature 
A very important aspect of sensor performance is temperature stability of the offset. 
Offset dependence on core temperature arises from the fact that offset is caused by axi-
al anisotropy of ferromagnetic core. 
Sensor is generally operated at different temperatures and we want the offset to be as 
constant as possible in order to provide a good compensation for it. The core anisotropy 
is expected to be symmetric in both positive and negative polarity providing symmetric 
offset variations. We expect that taking average of samples obtained for positive and 
negative polarity will not only suppress the voltage but also its thermal drift. 
In order to verify this theory we conducted an experiment. The operation parameters of 
the system remained as described in chapter 4. Sensor was put inside a chamber where 
we could change the temperature; this chamber is located in a thermally insulated 
shielding, so that the sensor is shielded while the temperature of the shielding is not 
changing, thus providing constant remanence of the shielding magnetization. The dis-
tance to the bottom of the shielding was approximately 1/3 of its height provided that at 
this condition best shielding ratio is reached. Temperature inside the shielding was 
measured by PT-100 in 4-wires connection. 
First we cooled down the sensor to -15 °C and let it warm up during 7 hours to +7 °C. 
The result can be observed in Figure 31. Offset drift of the positive and negative polari-
ties treated separately was approximately 1.5 nT/°C. After the polarities were averaged 
the offset drift was reduced to 0.17 nT/°C.  
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Figure 31: Offset thermal drift test results. (Top) Blue line corresponds to positive polarity of the 
sensor, red line corresponds to negative polarity. (Middle) Offset behavior after averaging the 
polarities (Bottom) Temperature during the test 
 
Even if most of the thermal drift of the offset is suppressed, the resulting offset still 
drifts. However, it can be observed in Figure 31 that offset after compensation always 
drifts in the same direction as the offset of negative polarity. If we calibrate the sensor 
by multiplying the negative polarity periods by k=0.86 before averaging the polarities, 
thus calculating the output signal as   
          
 
 then the offset drift is almost totally 
suppressed, as seen in Figure 32. We obtain a maximum variation of 1.13 nT over a 
temperature range of 23 °C corresponding to 0.05 nT/°C. Clearly there is some asym-
metry in the tested system. 
One of the reasons may be different sensitivity in positive and in negative polarity. We 
have measured both as described in chapter 2 and the sensitivities differ not more than 
by 0.5%. Asymmetry in connecting wires could also cause 14% difference as they may 
react differently on the temperature changes. 
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Figure 32: Offset drift test results after compensation was applied.  
 
We managed to achieve a more symmetric behavior by connecting the core and the 
pick-up coil to the digitizer using differential connection with double core coaxial cables. 
The schematic of the connection is shown in Figure 33. 
 
Figure 33: Schematic representation of connection of the sensor using double core coaxial cables 
with grounded shielding. 
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The current is injected into the sensor through one core of the coaxial cable and the 
other core is used as return wire. The shielding is connected to ground. Pins of the pick-
up coil are connected through the cores of the coaxial cable to the digitizer in differen-
tial connection.  
We repeated the same experiment as described earlier in this chapter. We have cooled 
the sensor from +16.5 °C to -15.5 °C during 1 hour and then we let it warm up slowly to 
+6 °C during 5 hours. We used the compensating coefficient k = 0.981 to calculate the 
output signal. The achieved results are presented in Figure 34. 
 
Figure 34: (Top) Offset thermal drift: blue line corresponds to positive polarity, red line corresponds to 
negative polarity. (Middle) Offset thermal drift after averaging polarities and applying compensation 
(blue line) and filtered output (red line). (Bottom) Temperature of the sensor 
 
In Figure 34 (top) it can be seen that the thermal drift of the offset of both polarities 
during the conducted experiment was 200 nT. After averaging the two polarities and 
applying the compensation (Figure 34, middle) the offset variation was 0.5 nT over a 
temperature range of 32 °C corresponding to 0.016 nT/°C. 
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In order to test the sensor performance in the maximal available range of temperatures 
we performed another experiment. The experimental setup remained as described ear-
lier in this chapter; the sensor was cooled from +54 °C to -17 °C during 12 hours. The 
sensor offset was recorded during this time (Figure 35). 
 
Figure 35: Fluxgate offset thermal stability test. Blue line corresponds to the offset (2 samples per 
second), red line is the sensor offset after filtering (moving average of 60 samples), green line is the 
temperature inside the shielding. The red horizontal lines correspond to a range of 0.6 nT 
 
In Figure 35 it can be seen that the compensated offset drifts within 0.6 nT over 70 °C 
temperature range, resulting in thermal drift < 0.01 
  
  
. The sensor is however sensitive 
to quick variations of temperature. This can be seen in the large offset variation which 
occurs at around 5.5 hours from the beginning of the experiment. 
However, this problem can be overcame by limiting the speed of temperature variation. 
An example is given in Figure 36 where we repeated the experiment by warming up 
the sensor in a similar temperature range. In this case we paid particular attention in 
avoiding rapid change of temperature: as we can see the offset was basically stable in 
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the whole temperature range (excluding a minor variation at the beginning of the 
experiment where we couldn’t control the speed of variation of temperature). 
 
Figure 36: Fluxgate offset thermal stability test. Blue line corresponds to the offset (2 samples per 
second), red line is the sensor offset after filtering (moving average of 60 samples), green line is the 
temperature inside the shielding. The red horizontal lines correspond to a range of 0.7 nT 
 
In this experiment the offset drift was 0.7 nT over 58 °C temperature range, resulting 
in thermal drift 0.012 nT/°C. The comparison of the achieved sensor offset thermal 
stability with other fluxgates is provided in Table 1. 
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 Thermal drift Temperature range 
Our system < 0.015 nT/°C -17 to +54 °C 
Bartington Inst, U.K., 
MAG-03 [ 11 ] 
± 0.1 nT/°C -40 to +70 °C 
Stefan Mayer Inst, Germany, 
FL1-100 [ 12 ] 
< 0.1 nT/°C 0 to +70 °C 
LEMI, Ukraine, 
LEMI-022 [ 13 ] 
< 0.5 nT/°C -20 to +50 °C 
Billingsley Aerospace and Defence, 
U.K., 
TFM100G2 [ 14 ] 
0.6 nT/°C -55 to +85 °C 
Y. Nishio et al [ 15 ] 
< 0.02 nT/°C -160 to +200 °C 
< 0.03 nT/°C -160 to +200 °C 
A. Cerman et al [ 16 ] < 0.007 nT/°C -10 to +60 °C 
F. Primdahl et al [ 17 ] < 0.008 nT/°C -18 to +63 °C 
Table 1: Comparison of the proposed system offset thermal stability with other fluxgates 
 
The offset stability is one of the best among existing fluxgates. Moreover we achieved 
this result using cheap fluxgate with low excitation current and low power consumption 
and we do not have the necessity of expensive electronics.   
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IV. Conclusions 
In this thesis I have described the proposed method of operation of orthogonal fluxgate 
in fundamental mode. I have briefly reviewed two of the most common magnetometers, 
explained the physical principle of fluxgate operated in fundamental mode, its set of 
problems and a used solution for overcoming these issues. I have then described the 
proposed system in details. 
We flipped the polarity of both DC and AC excitation currents in order to suppress 
fluxgate offset time and thermal instabilities that result in large low-frequency noise. I 
have described the principle of the solution, the new problems that it causes and how to 
overcome these problems. We used solid state switches synchronized to the excitation 
current waveform and we investigated the importance of the synchronization. I have 
described the circuit that we developed and provided its schematics and PCB. I have 
then outlined the results of the performance tests of the proposed solution. We have 
managed to achieve offset thermal drift of < 0.015 nT/°C while increasing the high-
frequency noise by 0.4 pT/√   which is a tolerable amount. Such combination of char-
acteristics has never been achieved on a cheap fluxgate sensor so far. Moreover, we 
have low power consumption because we use low excitation current below 100 mA and 
there is no need for expensive electronics.  
During the tests we have observed unexpected asymmetric behavior of the fluxgate in 
positive and negative polarity, which we had to compensate. One of the possible future 
developments can be investigation of the physical nature of this asymmetry and its 
elimination. Substituting the voltage source connected to 100 Ω resistor by a current 
source could also improve the performance of the system. Another possible extension is 
development of portable excitation unit based on DDS microchip (AD9850, for instance) 
that is able to generate a current sine wave for excitation and a TTL square signal with 
adjustable phase shift with respect to current waveform to control the flipping. 
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Appendix 
A: Flipping circuit schematic 
1. Power stage 
 
2: Connection of the frequency divider 
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3: Connection of the NAND gate 
 
4. Connection of the solid state switches 
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B: PCB of the flipping circuit 
1. Top 
 
2. Bottom 
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